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Purpose: To evaluate the predictability of intraocular lens (IOL) power calculations using the IOLMaster and four dif-
ferent IOL power calculation formulas (Haigis, Hoffer Q, SRK II, and SRK/T) for cataract surgery in eyes with a 
short axial length (AL). 
Methods: The present study was a retrospective comparative analysis which included 25 eyes with an AL shorter 
than 22.0 mm that underwent uneventful phacoemulsification with IOL implantation from July 2007 to December 
2008 at Seoul National University Boramae Hospital. Preoperative AL and keratometric power were measured by 
the IOLMaster, and power of the implanted IOL was determined using Haigis, Hoffer Q, SRK II, and SRK/T 
formulas. Postoperative refractive errors two months after surgery were measured using automatic refracto-kera-
tometry (Nidek) and were compared with the predicted postoperative power. The mean absolute error (MAE) was 
defined as the average of the absolute value of the difference between actual and predicted spherical equiv-
alences of postoperative refractive error.
Results: The MAE was smallest with the Haigis formula (0.37 ± 0.26 diopter [D]), followed by those of SRK/T (0.53 
± 0.25 D), SRK II (0.56 ± 0.20 D), and Hoffer Q (0.62 ± 0.16 D) in 25 eyes with an AL shorter than 22.0 mm. The 
proportion with an absolute error (AE) of less than 1 D was greatest in the Haigis formula (96%), followed by those 
in the SRK II (88%), SRK-T (84%), and Hoffer Q (80%).
Conclusions: The MAE was less than 0.7 D and the proportion of AE less than 1 D was more than 80% in all 
formulas. The IOL power calculation using the Haigis formula showed the best results for postoperative power 
prediction in short eyes.
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Accuracy of intraocular lens (IOL) power calculation in 
cataract surgery is a very important factor associated with 
postoperative patient satisfaction [1-3]. With the recent de-
velopment of multifocal IOL and an accommodative IOL, 
the accuracy of refractive errors after cataract surgery has 
been emphasized [4].
IOL power is predicted preoperatively using several differ-
ent formulas and parameters. Measuring errors in these pa-
rameters and in the formulas constitute the sources of re-
fractive error [5]. Imprecision in measurement of anterior 
chamber depth (ACD), axial length (AL), and corneal power 
contribute to 42%, 36% and 22% of errors, respectively [5]. 
The measurement of AL with partial coherence inter-
ferometry (IOLMaster; Carl Zeiss Meditech Inc., Dublin, 
CA, USA) has been shown to produce significantly more 
precise IOL power calculation and refractive outcome in cat-
aract surgery, thereby avoiding possible compression of the 
eye with applanation A-scan ultrasound and difficulty with 
immersion A-scan ultrasound in AL measurements [6,7]. 
The source of error for postoperative refractive state pre-Korean J Ophthalmol Vol.25, No.3, 2011
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Table 1. The constants used in the four formulas of the IOLMaster in three intraocular lens (IOL) subtypes
AMO Sensar AR40E B&L Akreos AO MI60 AMO Tecnis ZA9003
Haigis ACD constant      5.21      4.96      5.58
A0 constant       -2.918      0.78    -1.43
A1 constant        0.097    0.4      0.28
A2 constant        0.317    0.1        0.238
Hoffer Q pACD constant      5.42      5.02      5.58
SRK/T A constant 118.7 118.1 118.9
SRK II A constant 118.8 118.3 119.2
ACD = anterior chamber depth.
diction is due in part to the chosen formula, particularly in 
eyes with very long or very short AL [8,9].
The Haigis formula incorporated in the IOLMaster pre-
dicts effective lens position with improved ACD prediction 
algorithms and has shown more accurate IOL power pre-
diction results, even in extreme eyes [8-10]. However, few 
reports have compared the accuracies of the various IOL 
power formulas for cataract surgery using partial coherence 
interferometry for eyes of short AL less than 22.0 mm.
The purpose of the present study was to evaluate the pre-
dictability of IOL power calculations using the IOLMaster 
and four different IOL power calculation formulas (Haigis, 
Hoffer Q, SRK II, and SRK/T) for cataract surgery in eyes 
with a short AL less than 22.0 mm.
Materials and Methods
The present study was a retrospective comparative analy-
sis which included 25 eyes from 17 patients with an AL 
shorter than 22.0 mm and that underwent uneventful phacoe-
mulsification with IOL implantation from July 2007 to 
December 2008. Preoperative AL, keratometric power, and 
ACD were measured by the IOLMaster version 3.01.0294. 
The power of the implanted IOL was determined using 
Haigis, Hoffer Q, SRK II, and SRK/T formulas calculated by 
the IOLMaster software. Postoperative refractive errors two 
months after cataract surgery were measured using automatic 
refracto-keratometry (RKT-7700; Nidek, Hiroishi, Japan) 
and were compared with the predicted postoperative power. 
The mean absolute error (MAE) was defined as the average 
of the absolute value of the differences between the actual 
and predicted spherical equivalences (SE) of the postoperative 
refractive error.
Cataract surgery was performed by two surgeons (YKH 
and SML). Topical anesthesia with proparacaine hydro-
chloride (Alcaine; Alcon Labs, Fort Worth, TX, USA) or 
subtenon anesthesia with 3% lidocaine was administered pri-
or to the operation. A clear corneal incision 2.75 mm in width 
was made using a microkeratome at the superior or temporal 
cornea according to the axis of astigmatism, and phacoe-
mulsification was performed after continuous curvilinear 
capsulorhexis. Three types of IOLs were used in the present 
study, Sensar
® (AR40e; Abbott Medical Optics, Los Angeles, 
CA, USA; five eyes in three patients), Akreos-AO
® (MI60; 
Bausch & Lomb, Rochester, NY, USA; ten eyes in seven pa-
tients), and Tecnis
® (ZA9003, Abbott Medical Optics; ten 
eyes in seven patients); IOL was selected based only on the 
operation date and was not influenced by any other factors.
Cases were excluded if a posterior capsular rupture oc-
curred during cataract surgery, if the IOL was inserted into 
the sulcus, or if the AL could not be measured using the 
IOLMaster. Also excluded from the present study were pa-
tients who could not be observed for at least two months after 
surgery.
The differences in the MAE according to the four IOL cal-
culation formulas in the three IOL groups were analyzed. 
Furthermore, the proportions with absolute errors (AE) less 
than 0.5 diopters (D) and 1 D of the four IOL calculation for-
mulas were estimated.
SPSS ver. 15.0 (SPSS Inc., Chicago, IL, USA) was used 
for statistical analysis. The Mann-Whitney U-test was used 
to compare differences in the AEs of the formulas. The 
ANOVA test was used for comparison of the AEs of the for-
mulas according to the type of IOL. A statistically significant 
difference was defined as a p-value <0.05.
Results
A total of 25 eyes from 17 patients were included in the 
present study. One patient (one eye) was male and 16 patients 
(24 eyes) were female. The mean age was 70.6 ± 5.5 years 
(range, 61 to 80 years), and the mean follow-up period was 
53.40 ± 15.71 months. The mean AL was 21.60 ± 0.41 mm 
(range, 20.41 to 21.94 mm). The ACD was 2.70 ± 0.36 mm 
(range, 2.07 to 3.34 mm). 
The constants applied in the four formulas of the IOLMaster 
in three IOL subtypes are shown in Table 1. The MAE was 
smallest in the Haigis formula (0.37 ± 0.26 D), followed by 
those of the SRK/T (0.53 ± 0.25 D), SRK II (0.56 ± 0.20 D), 
and Hoffer Q (0.62 ± 0.16 D) formulas (Fig. 1). The pro-
portion of AE less than 0.5 D was greatest in the Haigis for-
mula (76%), followed by those in the SRK II (60%), SRK-T 
(60%), and Hoffer Q (48%) formulas. Additionally, the pro-
portion of AE less than 1 D was greatest in the Haigis formula 
(96%), followed by those in the SRK II (88%), SRK-T 
(84%), and Hoffer Q (80%) formulas (Fig. 2). No statistically YR Roh, et al. IOL Power Calculation with IOLMaster in Short Eyes
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Fig. 1. Means and standard deviations of the absolute errors the four 
intraocular lens calculation formulas.
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Fig. 2. Proportion of the absolute errors (AE) less than 1 diopter (D) 
according to the intraocular lens formulas. 
Table 2. Discrepancies in the absolute error in different 
intraocular lens power calculation formulas
p-value
*
Haigis vs. Hoffer Q 0.103
Haigis vs. SRK/T 0.347
Haigis vs. SRK-II 0.028
†
Hoffer Q vs. SRK/T 0.415
Hoffer Q vs. SRK-II 0.727
SRK/T vs. SRK-II 0.382
*The numbers given in the table indicate the p-values for the 
differences between AE calculated with different IOL power 
calculation formulas (Mann-Whitney U-test). 
†Statistically significant.
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Fig. 3. Relationships between axial length and anterior chamber 
depth (ACD). Dots represent data points (linear regression anal-
ysis).
significant discrepancies were observed in AE among the 
different IOL calculation formulas, except between the Haigis 
and the SRK-II formulas (p = 0.028, Mann-Whitney U-test) 
(Table 2).
There were no statistically significant differences among 
the AEs of the three IOL groups according to ANOVA analy-
sis (p-values, 0.116 for Haigis; 0.059 for Hoffer Q; 0.065 for 
SRK/T; 0.311 for SRK-II). A positive correlation between 
the AL and the preoperative ACD (Fig. 3) was revealed, al-
though the coefficient of determination was low (linear re-
gression analysis, R
2 = 0.428).
Discussion
The IOLMaster used in the present study is adapted to a 
non-contact method known as partial coherence interferometry. 
This method has a higher resolution [11,12] and more re-
producible measurements [13] compared with those of 
standard ultrasound transducers. However, the IOLMaster
 
has several shortcomings, particularly in cases of mature or 
hypermature cataract, severe posterior capsular opacity, or a 
posterior segment abnormality, such as vitreous hemor-
rhage, because the AL is impossible to measure [5].
In the Haigis formula, the MAE was smallest and the pro-
portion of AE less than 0.5 D or 1 D was greatest in the pres-
ent study. Though the Haigis formula showed the best pre-
dictability, the SRK II, SRK/T, and Hoffer Q formulas also 
showed good prediction accuracies.
MAE is often used as an indicator for the IOL formula pre-
diction accuracy; however, the MAE did not show a resulting 
direction (myopic or hyperopic). For the exact interpretation 
of the MAE result, predicted error (PE), which was back-cal-
culated by subtracting the predicted SE from the post-
operative SE, may be helpful where negative PE values in-
dicate the tendency for myopic shifts, and vice versa. In the 
present study, PE showed several myopic shifts and was 
smallest in the Haigis formula (-0.21 ± 0.22 D), followed by 
those of the SRK II (-0.41 ± 0.28 D), SRK/T (-0.45 ± 0.28 D), 
and Hoffer Q (-0.59 ± 0.28 D) formulas (Fig. 4). Only the 
Hoffer Q formula showed a significant difference in PE com-
pared with that of the Haigis formula (p = 0.020, Mann-Whitney 
U-test). MAE and PE results consistently showed that the 
Haigis formula was the most accurate of the four formulas in 
eyes with an AL shorter than 22.0 mm.
In the previous reports using partial coherence inter-
ferometry, Haigis and Hoffer Q formulas have been shown to Korean J Ophthalmol Vol.25, No.3, 2011
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Fig. 4. Means and standard deviations of the mean errors of the four 
intraocular lens calculation formulas.
perform better than Holladay 1 and SRK/T formulas in ex-
tremely hyperopic eyes where IOL power was 30.0 D or 
more [10]. Additionally, the Hoffer Q has been found to be 
more accurate than the SRK-T formula when AL is less than 
22.0 mm according to the IOLMaster without the Haigis for-
mula [14].
 For hyperopic refractive lens exchange (AL less 
than 22.0 mm), the Haigis formula showed the smallest 
MAE, followed by those of the Holladay 2, Hoffer Q, and the 
SRK/T formulas, although the difference was not statisti-
cally significant [15]. 
The results in the present study are very similar to those of 
previous reports because the Haigis formula showed the 
smallest deviation from the targeted power compared to 
those of the other formulas. The MAE of the Haigis formula 
was 0.37 ± 0.26 D and the PE was -0.21 ± 0.22 D. In a pre-
vious retrospective analysis of 76 eyes from 56 patients with 
short AL who underwent cataract surgery with IOLs ranging 
in power from 30 D to 35 D, the MAE of the Haigis formula 
was 0.91 ± 0.09 D [10].
 In that study, the MAE of the Hoffer 
Q formula was 1.13 ± 0.09 D, and the difference between the 
MAE of the Haigis formula and the Hoffer Q formula was 
statistically significant using a paired t test in 71 eyes (p = 
0.037) [10]. In another study of 19 hyperopic eyes whose 
ALs were 22.0 mm or less, the MAE of the Haigis formula 
was 0.21 ± 0.21 D [15]. The MAE with the Haigis formula 
was significantly lower than the MAEs with the Hoffer Q 
(0.32 ± 0.20 D) and Holladay 2 formulas (0.29 ± 0.20 D) (p < 
0.05, ANOVA with Bonferroni correction) [15]. The results 
were similar to those in the present study and became the ba-
sis for the Haigis formula being considered the most precise 
among the various formulas in short eyes.
Fig. 3 shows the relationship between AL and preoperative 
ACD in the present study, illustrating a positive correlation; 
however, the coefficient of determination is low (linear re-
gression analysis, R
2 = 0.428), consistent with a previous report 
[16]. Therefore, fixed ACD models such as the Binkhorst I 
formula predicted ACDs that were too short in long eyes and 
too long in short eyes [17]. As a consequence, a myopic error 
would be produced in a short eye and a hyperopic error in a 
long eye [17]. However, the mathematical prediction of ACD 
is very difficult, as shown by the low linearity in the present 
study. This determination renders the direct measurement of 
the ACD and lens thickness as more helpful for the exact po-
sitioning of the postoperative effective lens.
Because a given measurement error is a much larger portion 
of the AL in a short eye, any measurement error in the AL of 
a short eye would have a larger effect on final refractive error 
and thereby is a potentially important factor in regard to error 
[16]. Compression of the eye is believed to be part of the 
cause of AL shortening error, and this result still occurs even 
with experienced operators, although to a lesser degree [16]. 
Due to previous widespread use of an applanation ultrasound 
method that measures the AL to be shorter than the optical 
biometry method, other formulas may be designed with con-
sideration of this fact [10]. Therefore, the Haigis formula us-
ing partial coherence interferometry is more accurate in short 
eyes. 
Only the SRK II formula showed significant difference in 
MAE compared with that of the Haigis formula (p = 0.028, 
Mann-Whitney U-test), while other comparisons of the MAE 
among the formulas did not show any statistically significant 
differences. These results indicate that the Haigis formula 
can more precisely predict the postoperative refractive errors 
compared to those of the SRK II formula in eyes with short 
ALs less than 22.0 mm. In a previous report, the short eyes 
whose ALs were 23.0 mm or less were associated with sig-
nificantly greater hyperopic shifts in postoperative refraction 
as determined by the SRK-II formula but not with the SRK/T 
formula (p = 0.008) [18], similar to the results in the present 
study. 
The MAE and PE of Hoffer Q were the largest among the 
four formulas in the present study, a result contrary to those 
of previous reports and the common belief the Hoffer Q is a 
relatively good IOL-predicting formula, especially in short 
eyes [10,14]. The authors of the present study could not de-
termine the reason for the errors with the Hoffer Q formula. A 
possible explanation is the lack of individualization of IOL 
constants, a shortcoming of the present study, considering 
that the standard deviation of the PE of the Hoffer Q formula 
was no larger than those of the other formulas, except the 
Haigis formula.
The retrospective nature, a relatively small sample num-
ber, three different IOL types and IOL constants which did 
not consider surgeon factors were limitations in the present 
study. Nevertheless, the present study showed the results of 
IOL power prediction in short ALs using the IOLMaster and 
the Haigis formula as the most precise among the various 
IOL formulas, though there was only statistical difference in 
comparison with SRK II formulas. Additionally, the results 
showed that the MAE was less than 0.7 D, and the proportion 
of the AE less than 1.0 D was greater than 80% in all four for-
mulas using the IOLMaster. 
In conclusion, the IOL power calculation using the IOLMaster 
showed relatively good postoperative IOL power prediction YR Roh, et al. IOL Power Calculation with IOLMaster in Short Eyes
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in short eyes with the Haigis, the Hoffer Q, the SRK-T, and 
the SRK II formulas. The Haigis formula showed the best re-
sults for postoperative power prediction in short eyes in which 
AL was less than 22.0 mm.
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